[Modern methods in the serological diagnosis of toxoplasmosis].
A total of 235 sera from patients suspected for toxoplasmosis were examined in the enzyme immunoassay (EIA), complement fixation, indirect immunofluorescence (IIF) and indirect hemagglutination (IHA) tests carried out in parallel. Good correlation between all tests was noted. As confirmed by the data obtained in this investigation, EIA showed the highest sensitivity. In IIF and IHA tests the maximum titers (1:512) were obtained in 2% of cases, while in EIA 17.5% of sera were positive in titers of 1:800 to 1:25,000. High sensitivity and good reproducibility of this assay suggest the necessity for its standardization and automation, which will permit its further use in laboratories at any level.